POLICE DEPARTMENT
LAKE HAYASY CITY

2360 MeCULLOCH BOULEVARD NORTH
LAKE HAVASL! CITY, AREIONA 86403-5547

To Whom it May Concern:

! hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are fuil, true

and correct copy of the original.

Signature

STATE OF ARIZONA }
}ss
CQUNTY OF MOHAVE )

Subscribed and sworn to before me this =2 day of MNOVEMBER

NOTARY PUBLIC
l-S-12-
DATE

Commission expires:

Araa Code 928
Adminisiration . ..ooaoe. 8551554 Fax #5 EMBIgENCY —.viivrsiminmnnensmimsninsnines -1-1
Business Office ... 855-11M1 Adminkstrathon ..o, E80-5430 MNon-Emergency Dispateh/ ... A55-411
e SGEIGNE e, BEG-577E Bosiness Officer ... 680-5431 TOD BSS-4114
..................................... 855-0515 Investigatipna/Patral ... 6A0-5432 Havasu Silernt Witness ..., B54-TIPS

E-mail; pofice@ Incaz .gov




EXHIBIT G-2
THIS REFORT PREFARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 {A)

ARIZONA PEPARTMENT OF FUBLIC SAFETY

STANDARD QGUATITY ASSURANCE PROCEDURES
INTOXILYZEER MODEL. X000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPEGIALIST | winJDRoL |87 AGency LAVE §Avisi) ATy Ph
pate_ 412 . TIME 1950
INTOXILYZER SERIAL # _ (¥~ €Y M O29 rocation HCPD pfReg TRAIE

{7’1

P Nt St et

1. Easure that gas tank is attached to instrument end contains a standard aloohof concentiation solution , {60 AC,
OR
Pour a standard alechel concentration solution AL, into a clean dry stmulator and assemble the
simulator. Ensure that a tight scsl has been made. Turn or the simulator and allow temperature to reach 34°C
a2 C .

2. Imtoxilyzer BOGO display reads “PUSH BUTTON 10 START
3

. Go to the *Contref Testing Menu™. Select “IF for &y control 165t or "W for wet control tost. Afber selection is
mide press ENTER.

4. Air blank completed.
5. Calibration check completed. Test results 0_( 3T AC.
3

(

{ . Air bisnk compleied.

{¥§) 7. Pcmovc prnted recordf Attach the record to the eompleted checklin,
SIGNATURE 157

DPS Forma Exk G-2 (Rev 05-01)




9!%’?

AWPOXTLYZER 3000

Location: LICED MAIN GATE

SBeriai Number: a0-000NaG

Core YVerazion: B105. 40

11/04,2532 19:50:47
Standard Leb#: 22911710021

Lagt Changes By: J. SONDRECL #3R7

QAS: J. SUNDROL R1BY
LAKE HAVASY CLEY 2O
Cperator: J. SONDRQL #1477
LAKE HAVASUY CLTY FD

Test QS 270L Tireo

Alr Blank 0.a0c 1%:-51:-*8
0.100 22l Cheok 0.0989 TR-51:309
Alr Blarck o.0on 189:52:09

Proventarive Maintenance
Perfocrmed Timer Reszeb
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EXHIBIT C-4
THIS EEPORT PREPAREE PURSUANT TO DUTY IMFOSED BY A A O RII-F0-£04 (A

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDART QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8300

STANDARD QUALITY ASSURANCE PROCERURE

QA SPECIALIST 1~ SordMeot. 1€7 AGENCY { R¥E Ms AT PD
pate JF41R TIMF, [ qSS
INTOXILYZER SERIAL # B0 01029 _..rocaTion CHCPD rridied TR

} 1. Display Eeady "PUSH BUTTOM TO START"

GMWOSTIC TESTS
1. Clock tima check.
{1 2. Duate check.

EATIOMAL TESTE
} i. Aloohol-froo subject testresat 0_( X ¥ ) ac,
1 2. Error recognition iogic systam Ranctionng.
Not a Suvcemfdly Completed Test Sequence printed
{ ) 3. Proper sample rocognilion systom,
Mot a Successfully Cumpleted Test Sequeats printed

/i Deficient sample peinted.
} 4. Standard Calibration Check siatudard 0, AC Besult 9.« Jﬂﬁ AT,
iz opersting propery and am:zmly YES %& MO
COMMENTS

mmm%w | - | |

DP3 Form Exh G-% (Rev 05-01) .




INTOXILYZER 80010
Location: EHCPD MAIN JAIL
Serial Number: B0-007102%8
Cora Version: 28105.48

1 /0472012 1%4:55:20
SlLandard Leot#: 2291510041

Last Changed By: J. SONDROL #187
DAS: J, SONDROL #1877

LAKE HaAVAZDO JITY PL

Operateor: J. SONDROL #187
LAKE HAVAS CITY PD

Subject: SQAP,TEST
DoB: 11/04/20100
Sex: M Weight: 123

1% Mipute Deprivation Period? Yes

Test gl 210L Tirmes

Air Blank 0.000 19:56:49
Diagnostic Test Pasgs 19:57:24
Air Blank 0.0a40 19:57:51%
g.100 Cal Check .099 19:58:12
Air Blank 0.000 19:58:42
Subject lest 0.000 19:59:04
Air Blank ABT* 19:59:11
Air Blank Irs*~* 19:59:18

*Begquence Aborted
*FImproper fample

Not a Successiully Completed Test Sequence




INTOEILYZER 80G0
Location: LICPD MAIN JAIL
Serial Number: 80-001029
Core Varsion: S5i05.48

11/04/2012 19:5%+:20
Standard Lot#: 229171710041

Last Changed By: J. SONDEOL #1837
QAS: J. SONDROL #187

LAKE HAVASU CITY PL

Operator: J. S0ONDEOL #187
LAKE HAVAEU CITY D

Subject: SQAP, TEST
CoB: 11/04/2000
Bex: M Weight: 123

1% Minmte Deprivation Period? Yes

Test g/210L FTime

Air Blank O.000 19:56:49
Diagnostic Test Pags 195724
Air Blank 0,000 19:57:51
0.100 Cal Check 0.0589 19:58:12
Air Rlank 0,000 19:58:142
Subject Test g.000 19:59:04
Air Hlank AEBT* T9:53;11
Alr Blank IpS*=* 19:59:14

*Segquence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence




P

INTOXILYZER EO0D
Location: LHCPD MATN JAIL
Serigl Number: BG-001029
Core Version: B105 .48

1170472012 19:55: 20
Standard Lotd: 2291710041

Last Changed By: .. SONDROL #1187
QAS: J. SONDEOL #187

LAKE HAVASL CiYY PD

Operator: J. SONDROL B8
LAEKE HAVASU C1TY PD

Subjecl: SQAP, TEGST
DOE: 11/04/2010
Sex: M weight: 123

15 Minute Deprivaticn Period? Yes

Test g/ 2i0L Time

Air Blank 0.40040 19:56:49
Diagnostic Test Pazs 19:57:24
&ir Blank 0.C00 18:57:51
0.100 Cal Check 0.0ss 19:58:12
Air Blank 0.000 19:58:42
Subject Test G.o00 14:59:04
Air Blank F = 19+59:11
Alr BElank IRS** 19:55:18

*Sequence Aborted
**Impropes Sample

Not a Successfully Completed Test Sequence




TNTOXILYZER 8000
Location: LHCPL MAIN JAIL
Serial Mumber: BG-001029
Core Versinm: B105.48

T1/04/2012 20:00:46

Standard Lot#: 22911100A1

Last Changed By: J. SONDROL #1887
" QAS: J. SONDROL #187

LAKE HAVASH CITY PL

Operator: .. S0ONDROL #187
LAKE HAVASU CITY EBD

Subject: S0AP, TEST
BOBR: 11/04/2070
Sex: M Welght: 123

1% Minute Deprivation Period? Yes

lest g/ 2101 Time

Air Blank .00 20:01:87
Dliagnostic Teslh Pacsso 20:02:32
2ir Blank 0.000 20:02:59
0.100 Cal check 0.099 20:03:20
Air Blank 0.000 20:03:80
Subiject Test O.238% 20:06:57
Air Blank G.00a0 20:07:30
Air Blank 0.00¢ 20:07:57
Subjoct Test HXH** 20:08:17
Air Blank BRI+ 20:08:24

*Deficient Sample
**Tnyalid Sample

Begin new deprivation pericd
**ERFT Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8BGO0
Location: LHCPD MATN JAIL
Serial Number: B80-001029
Core Version: 8105.48

11/04/2012 20:00:44
Standard Lot#: 2251110047

Last Changed By: J. S0NDROL #187
O&35: J. SBONDROL #1587
LAKE HAVASI OTTY PD

Operator: J. SONDROL #187

LAKE HAVAST CITY FO

Subject: SCQAP, TEST
DOB: 11/04/72010
Sexi M Weight:

1% Minute Deprivation Perlioud? ¥Yes

Test g/210L FTime

Air Blank 0.0G0 20:017:5%7
Diagnostic Test Pass 20:02:32
Air Blank 0,000 20:02:59
0.1060 Cal Check 0.059 20:03:20
&ir Blank 0.4000 20:03:50
Sublect Tezt 0.235% 20:06:457
Air Blank G.000 20:07:30
Air Blank 0.000 20:07:57
Subiject Tast XA+ * 20:08:17
Air Blank HEI*** 20:08;24

*peficient Sample
**Invalid Sample

Begin new deprivation pericd

**+RIFI Detect

Not a Successiully Completed Test Seguence

i

-

|5



INTOXILYZER BOOGO
Location: LEHCPFD MAIN JATIL
Sarial Humber: H0-007029
Core WVersion: 810%.48

11/0472012 20:00:48
Slandard Lot#; 2291110041

Last Changed By: J. SONDROL #187

GAS: J. SONDROL #1287
Lagk HAVASO CITY PD

Operator: J. SONDROL #187
LAKE HAVASU COITY PD

Subject: SQAP, TEST

oDOop: TES04/20140

Sex: M Weight: 123

15 Minute Deprivation Perliocd? Yoo
Test g/ 210 L Time

Arr Blank 0.0040 20:01:57
Diagnostic Te=st FPass dUzU2:32
&ir Blank Q.000 20:02:59
0.100 Cal Check O.095 20:03:20
Air Blank G.oa0 20:03:50
Sublect Tast 0,235 20:06:57
air Blank 0.000 20:07:30
Air Blank 0.000 20:07:57
Subject Test XAX*+ A8 T
Air Blank REI#*** 20:08:24

*hDeficient Samplea
#*Tpnvalid Sampleo

Begin new deprivation periocd
***RFI Detect

Not a Successfully Completed Test Sequence

LFH“
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EXHIBIT G-2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A.AC, REM-10-104 fA)

ARTZONA DEPARTMENT GF FITBELIC SAFETY

STANDARD QUALITY ASSIUTRANCE PROCEDURES
INTOXILYZER MOPEL R0

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST Y SOeJMRor. |87 aarney CAKE NRvaso AlTr P>
pate_/fF 412 _ TIME _201¢)

INTOXILYZER SERIAL # B0 O 29 LOCATION {_HC Py mairs JANC

Lj i 1. Ensure that gas tank i3 attached to instrament and contains a standard alcabol concentration selution !{l Y AL

onR
Pout a standard alcoho! concentration seleton AC, into 2 clean dry simulator and assemble the
simulrtor. Ensure that 2 tight seel has been made, Tumn on the simulator and alfow temperaturs to reach 34°C +
0.2 .

2. Imtoxibyzer 3000 display reads “FUSH BUTTON TO START™
3. Go to the “Control Tegting Menu™, Select “I* for dry conirol test or “W* for wot conltrol test. Afier sclection is

made press ENTEHR .

. Adr blank, vompleted,
. Calibration check completed. Test results ¢._¢ ) ia AC.

Air Hlank completad.
. Remowve printed recerd. Attach the record to the completed chreckiist,

EDPS Form Exﬂ/G-E (Fev 05-013



INTOXILYREL BoOD

Loeval ion: LHCPDR MAIN JATL

SBerial Nunber: 30-0Q0102%

Core Version: B105.43

1140432012 Z0:10:39
Atandard Lotd: ZZH1110GA1

Tast Thanged By: J. SONDROL #1787
Qa3 F. Z0OMDEOL #1187

TARKE HAVASTD CITY PD

OCperator: J. SONDROL #1187

LAKR BAVARLT ITY BD

Fast o/ 2E0L Time

Air Biank 0. ang 202117 :0%
0.50D0 Cal Check n.09s Z0-1% 30
Air Hlank 0.0 20-1%:-559

reventative Maintenance

Performed -- Timer Reseh




